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PURPOSE. The aim of this systematic review was to address treatment outcome according to attachment systems for mandibular implant 
overdentures in terms of implant survival rate, prosthetic maintenance and complications, and patient satisfaction. MATERIALS AND 
METHODS. A systematic literature search was conducted using PubMed and hand searching of relevant journals considering inclusion and 
exclusion criteria. Clinical trial studies on mandibular implant overdentures until August, 201 0 were selected if more than one type of overdenture 
attachment was reported. Twenty four studies from 1098 studies were finally included and the data on implant survival rate, prosthetic 
maintenance and complications, patient satisfaction were analyzed relative to attachment systems. RESULTS. Four studies presented implant 
survival rates (95.8 - 97.5% for bar, 96.2 - 1 00% for ball, 91 .7% for magnet) according to attachment system. Ten other studies presented an 
implant survival rate ranging from 93.3% to 1 00% without respect to the attachment groups. Common prosthetic maintenance and complications 
were replacement of an assay for magnet attachments, and activation of a matrix or clip for ball or bar attachments. Prosthetic maintenance 
and complications most commonly occurred in the magnet groups. Conflicting findings were found on the rate of prosthetic maintenance and 
complications comparing ball and bar attachments. Most studies showed no significant differences in patient satisfaction depending upon attach- 
ment systems. CONCLUSION. The implant survival rate of mandibular overdentures seemed to be high regardless attachment systems. The 
prosthetic maintenance and complications may be influenced by attachment systems. However patient satisfaction may be independent of the 
attachment system. [J Adv Prosthodont 2012;4:197-203] 
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INTRODUCTION 

Edentulous patients can have substantial difficulties using their 
conventional complete dentures due to a lack of retention, sup- 
port, and stability and the related compromise in chewing abil- 
ity. 1 The treatment options to manage completely edentu- 
lous patients are either a complete denture or an implant-sup- 
ported prosthesis. A mandibular implant overdenture has 
been shown to improve masticatory function and patient sat- 
isfaction in complete denture patients who prefer an implant 
overdenture option. 2 Meanwhile, a mandibular implant over- 
denture has been reported to be simpler and more cost effec- 
tive than an implant fixed prosthesis. 3 A two-implant overdenture 
in the mandible opposing a maxillary complete denture has even 
been considered the first treatment choice for completely 
edentulous patients. 45 
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To enhance retention and stability of denture, various over- 
denture attachments systems can be used for mandibular 
implant overdentures. The most popular attachment systems 
are bar, ball, magnet types, and a number of individual 
mechanical attachments similar in size and function to the ball 
type. Generally the selection of an attachment system has been 
dependent on the experience and preference of practitioners. 
Few studies have compared different attachments in a manner 
useful for clinical decision-making. A few systematic review 
articles have reported the implant survival rate, 6 prosthetic com- 
plications 7 and patient satisfaction 8 of a mandibular over- 
denture without comparing attachment systems. The review 
by Trakas et aU compared attachment systems based on var- 
ious implant survival, prosthetic maintenance and patient 
satisfaction outcomes. However, this review had a lack of expla- 
nation about how data was collected according to inclusion and 
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exclusion criteria. Therefore, a systematic review on implant 
overdenture attachment systems is required to focus on vari- 
ous published outcomes. 

This systematic review aimed to address treatment out- 
comes depending upon attachment systems for mandibular 
implant supported overdentures in terms of 1) implant survival 
rate, 2) prosthetic maintenance and complications, and 3) 
patient satisfaction. 

MATERIALS AND METHODS 

The PICO format (Population, Intervention, Comparisons, 
Outcomes) 10 was used to define a clinical question with clear 
inclusion criteria. The specific question and inclusion criteria 
were clinical studies involving completely edentulous participants 
(P) requiring mandibular implant overdentures opposing con- 
ventional maxillary complete dentures (I). The chosen stud- 
ies were then further divided according to overdenture attach- 
ment systems (primarily bar, ball, or magnet attachments) that 
were used (C). Survival rate of implants, prosthetic maintenance 
and complications, and patient's satisfaction were the outcomes 
(O) evaluated. 

A systematic literature search was conducted using the 
combined MeSH terms "mandibular prosthesis" or "Denture, 
Overlay" and "dental implants" or "dental prosthesis, implant 
supported" and "clinical study" or "comparative study" or "out- 
come assessment" or "epidemiologic studies" or "intervention 
studies" or "patient satisfaction" and limited by "Human" 
and "English" in the data base, Medical Literature Analysis and 
Retrieval System Online (MEDLINE). The aim was to iden- 
tify all publications reporting on attachment systems for 
mandibular supported overdentures up to August 1, 2010. 

The electronic search by combined mesh term was further aug- 
mented by hand search through the following journals: 
Clinical Implant Dentistry and Related Research, Clinical 
Oral Implants Research, Implant Dentistry, International 
Journal of Oral and Maxillo-facial Implants, International 
Journal of Oral and Maxillo-facial Surgery, International 
Journal of Periodontics & Restorative Dentistry, International 
Journal of Prosthetics, Journal of Clinical Periodontology, Journal 
of Dental Research, Journal of Oral Implantology, Journal of 
Oral and Maxillo-facial Surgery, Journal of Oral Rehabilitation, 
Journal of Periodontology, Journal of Prosthetics, Journal 
of Prosthetic Dentistry, and Periodontology 2000. 

Only RCT, quasi-randomized and comparative clinical tri- 
al studies on mandibular implant overdentures (MIO) until 
August, 2010 were selected if more than one type of overdenture 
attachment was reported. Included studies also reported at least 
one of the sought outcomes (implant survival rate, prosthet- 
ic maintenance and complications, or patient's satisfaction). To 
compare the studies between attachments on MIO, the num- 
ber of implants was fixed to two. Only root form endosseous 



Table 1. Final inclusion and exclusion criteria for systematic review 
Inclusion Criteria 

• RCT and clinical trial studies on mandibular implant overdentures (MO) 
until August, 2010 

• Comparative studies between attachments on MIO with same num- 
ber of implants 

• Root form endosseous standard implants 

• Upper complete denture 

• Conventional loading 

• Published in English 

Exclusion Criteria 

• Case reports or technical reports without statistical comparison 

• Study duration less than 1 year of function 

• Rigid type of application with milled bar and telescopic abutments 

• Combination or Cantilevered application of attachments 

• Paper without abstract 



standard implants were considered. The opposing dentition was 
a complete maxillary denture. All implants were conven- 
tionally loaded with delayed healing after extraction and 
before loading. Finally, studies published in English were 
included. Meanwhile, case reports or technical reports with- 
out statistical comparison were excluded. The duration of 
follow-up period less than 1 year of function was excluded. 
Studies with a lack of at least one of the sought outcomes were 
excluded. Both rigid types of overdenture applications, such 
as milled bar or combinations of attachment types, and can- 
tilevered applications of attachments were excluded. Papers 
without abstracts were also excluded (Table 1). 

At the outset, two independent reviewers evaluated the 
selection of the articles according to the inclusion and exclu- 
sion criteria. Extracted data were the sample size, patient 
age, observation period, type of implant, number of implant, 
type of attachment, treatment outcomes and the outcome of sta- 
tistical analysis comparing any of the following quantifiable 
factors: 1) implant survival rate, 2) prosthetic maintenance and 
complications, 3) patient satisfaction. 

The implant survival rate denoted the raw percentage of 
implants still present at follow-up after initial placement of 
implants. Prosthetic maintenance and complications denoted 
mechanical damage of the implant superstructures. Among these, 
'matrix or clip loosening', 'detachment or loss of matrix' and 
'fracture of denture' were included. Prosthetic maintenance and 
complications were classified to what type and how often main- 
tenance and complications relative to the attachment sys- 
tems commonly occurred. Patient satisfaction concerning 
chewing ability, phonetics, and social function were evaluated 
by questionnaire, visual analogue scale (VAS), or in some cas- 
es by patient preference. Data was insufficient to conduct a sta- 
tistical meta-analysis on those factors, so data were descrip- 
tively analyzed. 
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RESULTS 

The PubMed search yielded 1098 titles. Forty six publica- 
tions were selected by independent screening of the titles 
and abstracts from the PubMed search. In addition, 3 publications 
were also included by hand search. Based upon reading these 
49 full text articles, a total of 24 studies were finally includ- 
ed (Fig. 1). Then the data on survival rate of implants, pros- 
thetic maintenance and complications, and patient satisfaction 
were collected (Table 2). 

Fourteen studies reported the implant survival rate of 
implant supported overdentures. Among them, four stud- 
ies' 1 " 14 presented data on the implant survival rate according to 
attachment systems (Table 3). The 3 year randomized controlled 
study by Davis et al." showed a survival rate of 100% in the 
ball group and 91.7% in the magnet group. However, a follow- 
up publication of apparently the same study showed a slight- 
ly reduced survival rate 96.2% in the ball group and 9 1 .7% in 
the magnet group. 15 Meanwhile, another the 3 year prospective 
study by Davis et al. 12 showed an implant survival rate of 95.8% 



PubMed search (Aug 201 0) — » Excluded by titles/abstracts 
n = 1098 n = 1052 

I 

Included by titles/abstracts 
n = 46 
+ 

Handsearch (Aug 2010) 
n = 3 
I 

Included by titles/abstracts — > Excluded by full-text papers 
n = 49 n = 25 

I 

Paper utilized for current analysis 
n = 24 



Fig. 1. Flowchart of search strategy. 



Table 2. Included papers by inclusion criteria 







Study 


Follow-up 

(year) 


Implant type 


Type of attachment 


Mericske-Stern et al. 16 


1994 


PS 


5 


Straumann 


Bar (Bonefit), Ball (Bonefit) 


Naerte? al." 


1994 


RCT 


3 


Nobelbiocare 


Bar (Dolder bar), Ball (Nobelbiocare), Magnet (Dyna) 


Davis et al. 13 


1996 


QRCT 


3 


Astra 


Ball (Gold), Magnet (Nd-Fe-Bo) 


Davis et al. 15 


1997 


QRCT 


4 


Astra 


Bar (Gold), Ball (Gold), Magnet (Nd-Fe-Bo) 


Gotfredsene?a/. 18 


1997 


PS 


4.5 


Astra 


Bar (CM rider), Ball (Astra ball housing) 


Wismeijer et al. 29 


1997 


RCT 


1.3 


Straumann 


Bar (Dolder bar), Ball (Dalla Bona) 


Naerte? a/. 19 


1998 


RCT 


5 


Nobelbiocare 


Bar (Dolder bar), Ball (Nobelbiocare), Magnet (Dyna) 


Davis et al. 11 


1999 


QRCT 


5 


Astra 


Ball (Gold), Magnet (Nd-Fe-Bo) 


Naertera/. 20 


1999 


RCT 


5 


Nobelbiocare 


Bar (Dolder bar), Ball (Nobelbiocare), Magnet (Dyna) 


Wismeijer et al." 


1999 


RCT 


1.6 


Straumann 


Bar (Dolder bar), Ball (Dalla Bona) 


Gotfredsen et al. 21 


2000 


RCT 


5 


Astra 


Bar (CM rider), Ball (Astra ball and housing) 


Payne et al. 2% 


2000 


RCT 


3 


Nobelbiocare 


Bar (Nobelbiocare), Ball (plastic cap, rubber O-ring) 


Davis et al. 12 


2000 


PS 


3 


Astra 


Bar (Gold), Ball (Gold), Magnet (Nd-Fe-Bo) 


Walton et al. 26 


2002 


RCT 


1 


Nobelbiocare 


Bar (Nobelbiocare round gold bar), 












Ball (Nobelbiocare ball, titanium cap) 


Walton 22 


2003 


RCT 


3 


Nobelbiocare 


Bar (Nobelbiocare round gold bar), 












Ball (Nobelbiocare ball, titanium cap) 


Assad et al." 


2004 


PS 


1.5 


Dyna 


Bar (metal housing & plastic clip), Magnet (Dyna) 


Naert et al. n 


2004 


RCT 


10 


Nobelbiocare 


Bar (Dolder bar), Ball (Nobelbiocare), Magnet (Dyna) 


Naerte? al? 2 


2004 


RCT 


10 


Nobelbiocare 


Bar (Dolder bar), Ball (Nobelbiocare), Magnet (Dyna) 


Timmerman et a/. 31 


2004 


RCT 


8 


Straumann 


Bar (Dolderbar), Ball (Dalla Bona) 


MacEnteee?a/. 27 


2005 


RCT 


3 


Nobelbiocare 


Bar (Nobel Biocare round gold bar), 












Ball (Nobelbiocareball, titanium cap) 


Stoker et al. 25 


2007 


RCT 


8 


Straumann 


Bar (Dolderbar), Ball (Dalla Bona) 


Abd El-Dayem 42 


2009 


RCT 


1.5 


Dyna 


Cast bar, Prefabricated bar (Dyna) 


Cune et al. 29 


2010 


RCT/CO 


10 


Friadent 


Bar (Friadent), Ball (Friadent), Magnet (Dyna) 


Kleisefa/. 24 


2010 


RCT/PS 


1 


BIOMET 3i 


Ball (Dal-Ro/O-Ring), Locator (Zest Anchor) 



RCT: randomized controlled trial, QRCT: quasi- randomized controlled trial, PS: prospective study. 
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Table 3. Survival rate, prosthetic maintenance and complications, and patient satisfaction of the implant supported mandibular overdentures 


oiuuy 


Nn nf 


Attachment 


illipidlll 


lype ui proaiiieuc 


ivaie oi prosmeiic 


Patient's 


Rati PTltc/ 


cunjiviil rafp 
SLUVlVdl laLC 


main+ptianr'P anH 
lllallllCllallCC allU 


maintpnanpp anH 
IllalllLCliailLC allU 


Tmnl ante 
lllipidlUa 


systems 


\ /0 ) 


CUllipilCdLlUll 


complication 


satisfaction 


iviencsKe-oieni 


J J/OD 


Dal, Ddll 


QS 

yJ 


IN IV 


NR 

IN IV 


IN IV 


pi al 16 

cf Lit. 














Naprt pi nl 17 
INaCI L t.1 HI. 


W79 


har Via 11 mnimpt 
Ual, Doll, Illa^llCL 


1UU 


har - r*lin ar'tii/atirwi 
Ual. Clip aL/LlVaLlUll 


hall macrnpt ^> har 
Uall, lllagllCl ^ Ual 












hall' matriY rpticlitpnino' 

uaii. lllLLLl 1A 1 k_ 11 s-1 HK.-1 III 1L; 














magnet: wear, corrosion 






Wn\rte at rtl 

Udvls cl til. 


9S/S9 
Zj/ jz 


Dall, Illdgliei 


hall- 100 
Dall. 1UU 


Ddii. iiiairiA reugniciiiiig 


N^ 

INo 


NR 








magnet; 91.7 


magnet: base adjustment 






W l x\J\<z at rtl * 
UdvlS ci III. 


9W? 

Z Jl JZ 


nnr noil inonnpt 
Ual, Uall UlagllCl 


9 


nail* Tnattiv fpti (Tntpnin cr 
Uall. lllaLIlA lCLlgllLClllllg 


N^ 

IN O 


MR 










iiidgnei. doady replace 






VJVJ 111 WVJljWII ct 1*1. 


32/69 


hall maptipt 

u ci 11 j iiiagiivL 


98.5 


NR 


NR 


NR 


W lSIIieijei e7 a/. 


1 10/98^ 


Dal, Dall 


IMIv 


NR 

IN Iv 


NR 
INrv 


1NO 


Mnart nt rtl ly 

iNiaeri et al. 


JO/ /Z 


bar, ball, magnet 


OS 7 


ball: matrix retightening 


NQ 


ball is better 










marmot' qccqt/ rpnl ai^p 

iiidgnei. doady repidce 




than m q rrn i^t 

uidii inagnei 


JJdVIS ef £//. 




Ddii, mdgnei 


hall - OA 9 
Dall. VO.Z 


bar: clip activation 


magnei Ddii - : Ddr 


vro 

INo 








magnet: 91.7 


ball: matrix retightening 














lllagllcl. WCal, CUlIUolUll 






IN den €1 ul. 


JO/ /z 


bar, ball, magnet 


08 7 


NR 

INK 


NR 
INK 


NR 
INK 


wismeijer ei ai. 


1 1 0/98^ 
1 lU/Zoj 


bar, ball 


har- 07 ^ 
DdT. y /. J 


bar: clip activation 


Ddr ^ oau ^i yi), 


NR 
INK 








hall- 100 
Dall. 1UU 


Dall. IlldlilX dCUVdllOIl 


no uiiierence l,z-j yrj 




{~^r\ J t"f-r£ir\ C /t/ 2 ' 

vJULUCUsCIl t/i. 




Ddr, Ddii 


OR 1 
yo. i 


NR 

IN IV 


NR 

IN IV 


NR 
INrv 


Payne e£ a/. 28 


so/1 od 
jy/ ilh- 


Ddr, Ddii 


IN i\. 


bar: clip activation 


NS (single > multiple) 


1NO 










nail* ii finer pnanfip 
Uall. W-Illlg CllallgC 






Davis a/. 


17/74 


bar, ball, 


oar. yj.o 


bar: clip activation 


U 11 

ball, magnet > bar 


NR 
INK 






magnet 


hall- inn 
Dan. iuu 


ball: matrix retightening 












fVl Q (til • O 1 / 

iiidgnei. yi . / 


inagnei. wear, conosion 






Waltrvn of nl 26 
WdllOIl e/ UL 


6zL/1 98 
OH-/ IZo 


Ddr, Dan 


INJv 


oar. cup repidceiiieni 


ha11 ^> har 

oau ^ oar 


NR 
INK 










Ddii. cap-spmig repiacemeni 






Walton 22 

y i hi iv_/ii 


100/200 


bar ball 


100 


bar - clin activation 


ball > bar 

L'Llll CC11 


NR 










hall* matnv aptii^atmn 
Uaii. liiaiiiA acLivauuii 






Assad e? a/. 


lU/zU 


bar, magnet 


INK 


INK 


MR 

InK 


MR 

INK 


\liprt at n 1 23 

IN den ert c//. 


JO/ /Z 


DdT, Dall, iiidgnei 


100 


NR 

INK 


NR 

INK 


NR 

INK 


in aen ef c//. 


W79 

JO/ /Z 


r\ar l*\a11 marmot 

Vol, Dall, Illdgliei 


IN Iv 


oar. cup dcuvdiion 


inagnei Ddii ^ oar 


Ddr ol Ddii are 










ball: matrix retightening 




better than magnet 










magnet: wear, corrosion 






i imiiiiiieriiiaii 


1 1 1 /9QzL 


smgie Ddr, 


INJV 


NR 

INK 


NR 

INK 


Ddr is oeuer uidii Ddii 






triple bar, ball 










lVTarT-^ntpp /?/ 27 




nai" nail 
Ual, uaii 


N/R 


hav pnn aptivatinn 
uai . ciiu anivaiiuii 


hall > har 
uaii uai 


har ic hpttpr than hall 
uai is uvLLti Liioii uaii 










oau. iiidinx dcuvdiion 






QtnVpr at rtl 25 

oiOKer ai. 


1 1 n/?Qzi 


smgie oar, 


INK 


XTR 
INK 


hall "~> K'it 

Dan - oar 


XTR 
INK 






tnnlp har hall 










Abd El-Dayem 


10/20 


cast bar, 


NR 


NR 


NR 


NR 






prefabricated bar 










Cune et al 29 


18/36 


bar, ball, magnet 


NR 


NR 


NR 


NS 


Keis e£ a/. 24 


60/120 


ball, locator 


93.3 


ball: O-Ring change 


locator > ball 


NS 










locator: female part change 







NS: Not significant; NR: Not recorded. 
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in the bar, 100% in the ball, and 91 .7% in the magnet attach- 
ment groups. According to a 19 month randomized con- 
trolled study by Wismeijer et a/., 14 an overall implant survival 
rate of 97.5% was found in the bar attachment groups (97.2% 
in single bar, 97.7% in triple bar) and 1 00% in the ball attach- 
ment group. Ten other studies 15 24 presented data of the implant 
survival rate without respect to the attachment groups ranging 
from 93.3% to 100%. 

Thirteen studies presented data on the type of routine pros- 
thetic maintenance and complications (Table 3). Most common 
prosthetic maintenance and complications events were replace- 
ment of an assay for magnet attachment, activation of a 
matrix or clip for ball or bar attachment. Meanwhile the 
study by Stoker et al. showed denture base adjustment as the 
main complication for bar and ball attachment overdentures. 25 

Fourteen studies compared the rate of prosthetic maintenance 
and complications according to attachment systems. According 
to Naert et al."- 20 - 27 ' and Davis et al., 12 the most frequent pros- 
thetic maintenance and complications occurred for magnet attach- 
ments due to wear and corrosion. There was conflicting 
information among studies on the rate of prosthetic maintenance 
and complications for the ball and bar attachments. The 
study of Walton, 22 Walton et al. 26 and MacEntee et al. 27 showed 
ball attachment had more prosthetic maintenance and com- 
plications. On the other hand, Gotfredsen and Holm 21 showed 
that the bar attachments had more prosthetic maintenance and 
complications than ball attachments during the first year. 
Kleis et al. 24 found more maintenance and complications for 
Locator type attachments than ball attachments. Locators 
are an individual mechanical attachment roughly similar in size 
and function to a ball attachment. Several studies" 1315 - 21 - 28 
showed the type and rate of prosthetic maintenance and com- 
plications in mandibular overdentures did not differ significantly 
according to the attachment system (Table 3). 

Ten studies presented data on patient satisfaction. Most of 
these 17 - 20 - 24 - 27 - 31 showed no significant differences in patient com- 
plaint, overall satisfaction according to VAS and preference where 
available according to attachment systems. Two studies" 32 men- 
tioned that the patient satisfaction of magnet attachment was 
lower than that of other attachments. The studies by Davis et 
al." showed the magnet group was less stable and chewing abil- 
ity was less effective according to patients compared to the ball 
group. The 1 0-year randomized controlled study by Naert et 
aU 2 found that prosthesis stability and chewing comfort of 
mandibular overdentures were significantly lower in the 
magnet group than the bar and ball groups. However, Davis et 
al." reported that both ball and magnet attachments improved 
patient satisfaction with chewing compared to complete den- 
tures without implants. In addition Naert et aU 2 also reported 
that overall patient satisfaction with overdentures was high- 
er than with complete dentures in bar, ball, and magnet 
attachment groups. 



DISCUSSION 

This systematic review addressed implant survival rate, 
prosthetic maintenance and complications, and patient satis- 
faction of mandibular implant supported overdentures accord- 
ing to different attachment systems for edentulous patients. This 
included twenty RCTs comparing different attachment systems 
and four prospective clinical trials which were of a lower lev- 
el of evidence than RCTs. 

Based on the articles in which an observation period ranged 
from 1 to 10 years, the survival rates of the implants which sup- 
ported the overdentures in the mandible, ranged from 91.7% 
to 100%, and the mean implant survival rate was over 98%, both 
of which supports the presumption that this treatment has a good 
prognosis in a long-term perspective. This high implant sur- 
vival rate was coincident with the result of previous reports which 
showed an implant survival rate of more than 97.2% for 
mandibular fixed prosthesis and more than 97.1% for mandibu- 
lar overdentures. 33 Four studies"" 14 presenting data on implant 
survival according to attachment systems, did not specify 
censored data for a cumulative survival rate making it impos- 
sible to calculate an implant survival rate according to different 
attachment systems through meta-analysis. 

It has previously been reported that most prosthetic maintenance 
and complications occur during the first year of loading. 27 In 
the present review pooled evidence was inconclusive in this 
regard. Magnet attachments showed the most common pros- 
thetic maintenance and complications due to wear and corrosion. 
Corrosion of magnetic attachments occurs by breakdown of 
the encapsulating material and diffusion of moisture and 
ions through the seal. 34 AINiCo alloys, which have been used 
in dentistry for many years as a magnet material, were espe- 
cially easily corroded in saliva rapidly weakening their attrac- 
tive force. 35 However, recently rare-earth alloys, such as 
neodymium (NdFeB) and new laser-welding technique make 
it possible to produce a stronger and potentially more durable 
magnetic force. 36-37 In spite of the improved performance of mag- 
net attachments, well-organized long-term randomized con- 
trolled clinical trials have not been reported to date. 

The other most common maintenance requirements related 
to clip loosening in bar attachments and matrix loosening in 
ball attachments. However, there were conflicting data on whether 
bar or ball attachments required more maintenance. A 
Vancouver group found that ball attachments (2.25 mm ball abut- 
ment with titanium alloy cap, Nobel Biocare) had more pros- 
thetic maintenance and complications than bar attachments (round 
gold bar system, Nobel Biocare). 22 - 26 - 27 The C-spring in the Ti 
alloy cap which they used had a tendency to be loose or 
fractured due to excessive wear of the patrices to the springs 
encased within the matrix housings. 38 39 On the other hands, 
Gotfredsen and Holm 21 found that the bar attachment had 
more prosthetic maintenance and complications than the ball 



J Adv Prosthodont 2012;4:197-203 



201 



Attachment systems for mandibular implant overdentures: a systematic review 



Kim HY ef al. 



attachment (Dalla Bona Spherical Gold alloy male and 
female) at the first year. In addition it was generally more time 
consuming to replace clips or repair overdentures in the bar group 
compared to that in the ball group. New developed elliptical 
gold matrices of ball attachment had large wings to avoid detach- 
ment from denture base and made it possible to reduce com- 
plication and maintenance rate. 

Some studies 27 31 demonstrated that implant supported over- 
dentures improved the participants' overall satisfaction in 
comparison with the previous conventional complete dentures. 
In ten studies, it was mentioned that there were no significant 
differences in the preference of a specific attachment system 
in regard to aspects of pain, comfort, appearance, mastication, 
speech, stability and oral hygiene. Two studies" 32 mentioned 
that patient satisfaction with magnet attachments were less than 
with bar and ball attachments. When comparing magnet with 
ball attachments, the magnet group also showed significant- 
ly less retention." Although overall patients satisfaction was 
similar for the three attachment types, patients in the magnet 
group were less satisfied with denture stability and chewing 
ability. 32 However, recently developed magnets with improved 
corrosion resistance and a stronger magnetic force, may still 
be a useful treatment option for edentulous patient with weak 
muscle disease such as Parkinson's disease patients, because 
they not only keep the denture stable, but also need less 
force to insert and remove the denture. 

The survival rate of implants appears likely primarily influ- 
enced by non-prosthetic factors, such as implant surface 
roughness, bone quantity and quality, smoking habits, and his- 
tory of periodontitis. 9 Conversely a surgeon's ability to place 
parallel implants may affects not only the implant survival rate 
but also, prosthetic maintenance and complications, and 
patient satisfaction. In one study, Walton et al. m found that a 
high complication rate with a ball attachment matrix could be 
due to the misalignment implants. The number of repairs 
was significantly higher when the implant analogues were 
inclined lingually more than 6.0 degrees or facially fewer than 
6.5 degrees, which is usually the inclination of the lower 
incisor teeth. 40 Better consistency in the horizontal level, 
angulation, and distance from the midline of the two implants 
might bring fewer prosthetic complications and better patient 
satisfaction. However, the evidence for this is unclear. 

CONCLUSION 

The implant survival rate of mandibular implant overdentures 
seemed to be high regardless attachment systems. The pros- 
thetic maintenance and complications may be influenced by 
attachment systems. However patient satisfaction may be 
independent depending upon attachment system. 
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